This article aims to describe an extraordinary complication of a ventriculoperitoneal shunt system that formed a knot spontaneously and lead to a shunt malfunction. A 3-year-old male patient was operated due to posttraumatic hydrocephalus. After an uneventful follow-up period of 34 months, he presented with shunt malfunction. During the shunt revision surgery, the peritoneal catheter was found to form a loop over itself. There are various complications of ventriculoperitoneal shunt systems. Migration to body cavities is among the most interesting ones. This is the fifth report describing this rare complication. Hydrocephalic patients should be closely followed up after shunt surgery for various extraordinary complications.
InTRoduCTIon
Ventriculoperitoneal (V/P) shunts are commonly useful surgical materials used for treatment of cerebrospinal fluid circulation disorders. Although the procedure is used frequently in general neurosurgical practice and regarded as a safe intervention, it has several usual and unusual complications. Shunt infection, fracture and malfunctioning due to obstructive debris are among the usual complications. On the other hand, there are various examples of unusual complications such as migration of the shunt hardware through body cavities. This paper describes a shunt that presented with obstruction due to spontaneous formation of a loop over itself.
CASe RePoRT
A 3-year-old male patient was admitted to our intensive care unit after a closed head injury. His Glasgow Coma Score was 13 (E3V4M6). His radiological investigation revealed a left frontal lobe contusion and bilateral subdural collection that did not require surgical intervention (Figure 1 ). He recovered gradually during 10 days of uneventful follow up period and discharged normally.
Two months after his discharge, he was admitted to the emergency room with drowsiness and excessive vomiting. He had bilateral 6 th nerve palsy in his neurological examination. Due to his previous history, hydrocephalus was suspected and his emergent CT confirmed the diagnosis (Figure 2 ). He underwent V/P shunting operation and his symptoms quickly resolved after the procedure and he was discharged on the 7 th day of the operation. His postoperative shunt series were normal (Figure 3 ).
After an uneventful follow-up period of 34 months, he was admitted to another clinic due to headache and up-gaze palsy continuing for the last 10 days. His neurological examination was normal except the 6 th nerve palsy. There was evident hydrocephalus on his magnetic resonance imaging (MRI) and was referred to our department for further evaluation ( Figure 4 ). Shunt malfunction was supposed and his shunt dISCuSSIon Cerebrospinal fluid shunting devices are complication prone systems. The complication rates significantly differ between different procedures. The common sites for distal tubing includes the atrial, plevral, ureteral and peritoneal shunting, where ventriculoatrial shunting with the highest complication rates (79% in a series by Murtagh et al) (13) . On the other hand the complication rates of ventriculoperitoneal systems are estimated as 47%. And about half of these complications involve the distal end of the tubing system. series were taken. Shunt series revealed collection of the peritoneal part of the shunt system under the right diaphragm ( Figure 5A ,B).
He underwent shunt revision surgery. During the abdominal exploration, the peritoneal catheter was found forming a loop over itself, like a knot ( Figure 6 ). After untangling, we discovered that there was no cerebrospinal fluid flow through the catheter. The whole shunt system was revised. He was discharged after full recovery. 
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The complications of ventriculoperitoneal shunt include obstruction of the hardware (15,3%), infection (8,2%), seizure (7,1%) and other complications related to the shunt device (6,1%) (12) . Infections, obstruction and fractures are the usual indications of shunt revisions. There are various interesting complications due to shunts in the literature. Among these, migration to the body compartments is common. Shunts migrated to the mediastinum (1,6), heart (4,9), abdominal wall (8, 17) and scrotum (2,11) have been reported. Besides these, interesting examples of oral (3) and rectal (10, 14, 16) protrusions of the distal catheter have also been reported.
A literature search revealed five similar cases. The first was reported by Murtagh et al in 1980 and was describing an occasion where the shunt tubing was found to be knotted tightly around the bowel (13) . The second was reported in 1998 by Starreveled et al and was describing a 1-weekold female infant suffering from intestinal obstruction due to knotting of peritoneal catheter (15) . The third case was described by Chopra et al in 2004 (5) . Their patient was a 25-year-old pregnant woman. The authors suggested the growing uterus as a facilitating factor in catheter looping. The fourth case was reported by Woerdeman et al in 2006 and was describing an infant who required a V/P shunting due to lumbosacral meningomyelocele (18) . They accuse the peristalsis as an underlying factor. Finally, in 2008, Eftekhar et al have reported a 3.5-year-old boy who presented with intestinal obstruction and intraabdominal cyst formation due to peritoneal catheter knotting (7).
We do not know the underlying mechanism of this complication. Intestinal peristalsis may be responsible. Additionally, surgical technique during the first operation may be accused; however, we think that, postoperative shunt series and 34 months of uneventful follow up period after the first operation refutes this possibility.
ConCluSIon
Patients with V/P shunts may present with awkward complications as well as the usual ones. Close follow up of these patients with serial CT and shunt series is mandatory. 
